Purpose: The aim of this study was to compare intra-operative adverse events (AE), postoperative outcomes, and costs of three different types of Echelon staplers (manual activated SC45A and electrical power-activated PSE45A & PSEE60A) used during video-assisted thoracic surgery (VATS) for lung lobectomy. Patients and methods: We carried out a retrospective chart review of patients undergoing VATS lobectomies using one of three staplers (SC45A, PSE45A, or PSEE60A) during a 2-year period at our institution. We compared intra-operative AEs, post-operative outcomes (drainage volume, chest tube duration, prolonged air leaks [PALs]), endoscopic product costs [ECs], and hospitalization costs [HCs]) amongst the three stapler groups. Results: In all 204 peripheral lung cancer patients were included in the study (95 in the SC45A group, 72 in the PSE45A group, and 37 in the PSEE60A group). We observed intraoperative AEs in 6 patients of the SC45A group, in 4 of the PSE45A group, and in 1 of the PSEE60A group (P>0.05). Drainage volumes among the three groups were similar. The mean chest tube duration was shorter]st in the PSE45A group followed by those in the PSEE60A and SC45A groups (P<0.05). PALs were lowest in the PSE45A group and highest in the SC45A group (P<0.05). The mean EC in the PSEE60A group was significantly higher than those in the other two groups (P<0.05). We found no statistically significant differences in terms of HCs among groups. Conclusion: The three endoscopic staplers had similar incidences of intra-operative AEs when used for lobectomy with VATS. Use of the PSE45A stapler was associated with the shortest chest tube duration and least PALs, while use of the PSEE60A resulted in the highest EC rate.
Introduction
Lung cancer (mostly non-small cell lung cancer [NSCLC] ) is a leading cause of cancer mortality in both the United States and in China. 1, 2 Surgical resection is the main treatment for early-stage NSCLC and can be performed by thoracotomy, video-assisted thoracic surgery (VATS), or robotic approaches. The VATS approach has advantages like a shorter operation duration requiring a chest tube, fewer complications, less postoperative pain, and similar clinical results for tumor eradication than traditional thoracotomy. 3, 4 A prolonged air leak (PAL) is the most common complication after partial lung resection; risk factors include male sex, preoperative pulmonary dysfunction (e.g. COPD), pleural adhesions, and a poorly developed fissure. 5, 6 As part of the tumor resection operation, the vessels and/or bronchus need be ligated, but the association between PAL development and the type of endoscopic stapler used has not been investigated. Although endo staplers are commonly used in VATS, few data have shown how the various types of stapling devices are used (articulation, cartridge selection, usability), their costs, and their effects on both intraoperative and postoperative outcomes. Endoscopic linear stapling devices that both cut and saw are one of the more skill-demanding technics in complete video-assisted thoracoscopic lobectomy. 7 Based on their activation mode, the endo staplers can be divided into two types: manual (e.g. Ethicon SC45A) and electrical power-controlled activated (e.g. Ethicon PSE45A and the PSEE60A staplers). These staplers differ in price, mechanism of action and ergonomics. The cost-effect evaluation of these type of staples is important as the healthcare community strives to provide the best care possible. 8 The purpose of this investigation was to compare intra-operative adverse events (AEs), post-operative outcomes, and costs of three different types of Echelon staplers used during videoassisted thoracic surgery (VATS) for lung lobectomy.
Materials And Methods
A single surgeon at our institution performed all operations using one of three different types of Echelon Flex TM Powered ENDOPATH ® Staplers (Ethicon, Cincinnati, OH) along with compatible cartridges from Echelon: SC45A, PSE45A and PSEE60A (stapler characteristics are listed on Table 1 and Figure 2 ). The SC45A uses manual activation while the other two staplers (PSE45A and PSEE60A) are electrical power activated. We considered all patients from the thoracic department of Xiangya Hospital from January 2016 to December 2017 for study inclusion, and we retrospectively reviewed their data. The ethics committee of Xiangya Hospital, Central South University approved the study protocol (approval number: 2017121149). We performed all procedures in accordance with the ethical standards of the institutional and/or national research committee and with the 1964 Helsinki Declaration and its later amendments. We obtained Informed consents from all participants included in the study. The inclusion criteria included: age >18 years, Eastern Cooperative Oncology Group (ECOG) status 0-1, American Society of Anesthesiologists (ASA) physical status classification ≤3, lack of prior lung surgery, diagnosis of peripheral lung cancer, absence of pleural atresia, and lung lobectomy completed under VATS. We excluded patients if they had had central lung cancer, pregnancy, robotic assistance (or a staple line buttress), severe alveolar leakage in patients with treated pleural adhesions, systemic steroids administration within 30 days prior to surgery, or chemotherapy/radiation for lung cancer prior to the surgery.
The surgeon performed the radical lung cancer resections using a video thoracoscope without rib spreading. The surgical indications were those of the national comprehensive cancer network (NCCN) Clinical Practice Guidelines in Oncology for non-small cell lung cancer (version 2.2018). All surgical procedures were limited to a single lobe; and we excluded diagnostic VATS wedge resections that immediately preceded VATS lobectomies. The surgeon usually used two chest tubes after superior pulmonary lobectomy and a single chest tube after middle and lower pulmonary lobectomies. After each surgery's completion, the surgeon placed one chest tube through the camera portal to help evacuate fluid and air from the pleural cavity, and then a second chest tube through the operator portal in upper lobectomy cases. Chest X-rays were performed two days after the operation. In order to assess for pulmonary air leak, the amount of drainage was recorded, and patients were instructed to cough forcefully 3-5 times; an air leak was considered positive if bubbling in the water was observed during patient coughing. PALs were identified if air leaks were observed for more than 5 post-operative days. 9 The chest tube removal indications were: 1. Chest tube drainage <100 mL/d. 2. Chest X-ray showing no gas or fluid. 3. PALs absence. Patients with PAL were managed as appropriate, and data were recorded until PAL resolution. We retrieved data regarding patient characteristics for each stapler group including patient age, gender, BMI, smoke index, pulmonary disease history, tumor stage, tumor location, and predicted FEV1%. We collected intra-operative data from the surgical records including operation times, blood loss, staplers and cartridge selection for ligation/transection of major vessels, bronchus and lung parenchyma; and intra-operative adverse effects. Post-operative data included chest tube duration, reasons for prolonged chest tube duration, PALs, and drainage volumes. We compared endoscopic product costs (EC) (including stapler and cartridge costs) ( Table 2) , and hospitalization costs (HCs) among the three stapler groups. We normalized the unit costs to US dollars (USD).
We performed the statistical analysis using the SPSS Statistics software, version 21 (IBM, Armonk, NY). We analyzed categorical data using the Chi-square test and Fisher's exact test. Continuous data was compared using one-way ANOVA (Analysis of variance) followed by Tukey's HSD (honestly significant difference test). We defined significance as P<0.05. . Sixty-five patients had a medical history of pulmonary disease (20 cases of emphysema, 30 COPD, and 15 former tuberculosis patients). We found no statistical differences (P>0.05) among the stapler groups regarding gender, BMI, predicted FEV1%, pulmonary disease histories, tumor stages or locations. Table 4 details the operative and cost details of the three groups. The mean (SD) time for lobectomies with lymphadenectomies with VATS was 3.12 (0.61) hours. The mean blood loss was 61.6 mL (range, 10 to 2000 mL). The mean (SD) cartridges used during the operations were 6.68 (2.27); with 3.58 (1.87) blue cartridges and 2.11 (1.07) white cartridges. We found a statistically significant difference in white cartridge uses between the three groups. The number of white cartridges in the PSEE45A group was significantly lower than those in the other groups (p<0.05). The white cartridges were used for all but three (1.4%) artery transections, and they were used for all pulmonary vein transections. With the continuous advancement of surgical techniques and improvements of surgical instruments, some of the smaller blood vessels were treated with the Hemo-lock clip, thereby decreasing the use of white cartridges. The green cartridges were used for all bronchus transections, and the blue cartridges were most frequently used for pulmonary parenchyma transections.
Results

A total of
The EC mean (SD) for the stapler groups were $3393 (834) for SC45A, $3295 (712) for PSE45A, and $4865 (1087) for PSEE60A group. The mean EC of the PSEE60A group was significantly higher than those of the other two groups (P<0.05; Table 4 ). We found no statistically significant differences in the patient's HCs among the three groups.
In our study cohort a total of 1372 stapling's were performed, and 11 AEs (0.80%) occurred intraoperatively that were judged to be directly related to the staplings (Table 5) . We found no statistical difference (P>0.05) regarding the incidence of intraoperative AEs among the three stapler groups. Of the 11 intraoperative AEs, 3 cases required stapler use ceasing while using electrically powered activated staplers. In one case, the stapler use had to be stopped after encountering a severe lymph node calcification adjacent to an incomplete developed pulmonary fissure; the surgeon managed this by releasing the activation button and switching from forward to reverse mode, and then inserting a new carton cartridge, re-applying the stapler, and cutting and suturing. Intraoperative leakages were noted during two operations (one performed with the SC45A and one with the PSE45A staplers) due to the presence of thick pulmonary parenchyma. The surgeon used a 4-0 prolene suture to reinforce the parenchymabased transection edges to manage these cases. One patient in the SC45A stapler group and one in the PSE45A stapler group had blood oozing after pulmonary vein cutting and stapling while using the white cartridge. In those cases, the surgeon suggested that tissue fragility and stapler-tissue thickness mismatches were probably to blame; this was managed by adding an extra hemo-lock on the proximal end of the pulmonary vein. One patient in the SC45A group sustained a pulmonary artery injury while the surgeon was using the stapler to cut and staple the artery. In this case, while attempting to twist the white cartridge for a better angle, the distance from the artery and stapler joint was not long enough and the pulmonary artery was injured leading to catastrophic bleeding (2000 mL); the surgeon repaired the artery with a 4-0 prolene suture. We found no statistical difference between the three stapler groups in terms of estimated blood losses. Table 6 presents the postoperative outcomes. We found a statistically significant difference in duration of chest tubes between the three groups. The PSE45A group had the shortest chest tube duration (mean 4.4 days), followed by the PSEE60A group (mean 6.5 days), and the SC45 group (10.0 days) (p<0.05). Reasons for prolonged chest tube durations included PALs (31,15.2%), chylothorax (2,0.9%), reoperation (1,0.5%), and excessive drainage volume (drainage ≥100 mL/d five days after operation [45.22.1%]). PALs led to prolonged chest tube durations. The incidence of PALs was significantly higher in the SC45A group (25.3%) followed by that in the PSE45A group (5.6%), and that in the PSEE60A group (8.1%). We found no significant differences in terms of postoperative drainage amongst the three stapler groups. Figure 1 presents the flow chart for the management of patients with PALs. Since blue cartridges were frequently used for pulmonary parenchyma transections, we compared the number of blue cartridges used amongst patients with and without PALs. We found no significant differences in the number of blue cartridges used between patients with and without PALs in the SC45A and PSEE60A stapler groups, but the patients in the PSE45A group (P<0.05) required less blue cartridges for their PALs as compared to non-PAL patients (Table 7) .
Discussion
The use of VATS for lung cancer management has increased worldwide due to lower patient morbidity and similar oncologic outcomes as compared to open surgery. 10 With the development of VATS, the endoscopic tools and products to facilitate the surgical procedure have improved. The endoscopic linear cutter/staplers are widely used during VATS and they have shown to be both safe and effective. 11 In this report, we retrospectively reviewed the outcomes and costs associated with 3 different types of Ethicon stapler products (SC45A, PSE45A, and PSEE60A staplers); these staplers have gone through version changes (stapler SC45A, PSE45A, and PSEE60A were introduced to China in 2011, 2016, and 2017, respectively). The staplers share similarities including their long axis, axis diameter, opening angle, twist angle, and stapler rows. In our practice, we have noted problems with these endoscopic products including issues with the cartridge to joint length being too long (especially in small patients) that can result in incision impediments when ligating and stapling the arteries and veins. These limitations in the staplers have led to AEs including reports of active bleeding after surgery using the endoscopic suture. 12 We compared three endoscopic staplers for this investigation and found no significant differences between them regarding intra-operative AEs, and they all appeared to be safe and effective during VATS for lung lobectomies. PALs is one of the most common postoperative complication in patients that have undergone VAT pulmonary resections and is a main factor leading to prolonged hospitalizations; 13 the PAL incidence has been reported to be 6-15% after lobectomy surgeries. 14,15 PAL risk factors include male sex, 16 preoperative pulmonary dysfunction, presence of pleural adhesions, and poorly developed fissures; whether an association exists between the PALs and the endoscopic stapler used is unclear. In this investigation, the prevalence of PALs in PSE45A and PSEE60A groups were significantly lower than that of the SC45A group (P<0.05). Compared to the manually activated staplers (e.g. SC45A), the electrically powered ones (e.g. PSE45A and PSEE60A staplers) appear more stable and produce a more uniform force on the parenchyma during staple deployment. Our results did show a higher rate of PALs with the manual activated stapler (SC45A stapler) than with the electrically activated staplers (e.g. PSE45A and PSEE60A staplers); this PAL incidence reduction also translated into reduced mean chest tube duration for those groups of patients. We found no statistical differences (P>0.05) in terms of the incidence of PALs and chest tube duration between the electrically activated stapler groups (PSE45A and PSEE60A). We found a reduced PAL rate trend in the PSE45A stapler group (5.6%) as compared to the PAL incidence trend in the PSEE60A stapler group (8.1%). This difference may be due to the compression and fixation of the PSEE60A stapler being stronger and restricting the re-expansion of the pulmonary tissue, resulting in tearing of the pulmonary parenchyma and in an alveolarpleural fistula. However, we did not perform digital assessments of PAL and are aware of this study limitation. The association between the numbers of blue cartridges used and the PAL incidence was inverse; the number of blue cartridges used in patients with PALs was lower than that used in patients with PALs. The use of less blue cartridges was common for patients with thin and short pulmonary parenchymas; we think in these cases the closed height of the nail staples from the blue cartridges may be too high and the cutting and nail suturing of the lung parenchyma may not be done with sufficient close apposition predisposing the patients to development of alveolar fistulas after surgery when the area is stressed by patient coughing. Our results suggest the following recommendations when using the staplers: 1. The surgeon should choose the appropriate closed suture height (cartridge) during VATS, especially when addressing thick pulmonary parenchyma (as is common in patients with a history of pulmonary tuberculosis due to adhesions and parenchymal thickening) (21) or thin pulmonary parenchyma (in patients with a thin fissure). 2. The surgeon should minimize the overlap of two cartridges when using the stapler to avoid poor quality of the suture line. 3. The surgeon should add an extra suture by hand in cases with severe lymph node calcifications in close proximity to the pulmonary parenchyma or bronchus.
A cost-effective healthcare is important worldwide; according to the latest medical reform in China, a case of thoracoscopic lung cancer radical resection should cost less than $8375. Most of the unit costs derived from the Publicity Medicine Prices of Hunan (http://www.hnyyjg. com/a/jiagexinxi/yiyaoxinxi/shengjiyiliaofuwujiage/2018/ 0425/362.html) based on data collected from all the hospitals in the Hunan province of China. From the patients enrolled in this study over a 2-year period, the mean ECs and the HCs were $3625 and $10,177, respectively. Of the endoscopic products used, the PSEE60A ($4865) stapler group had the highest mean EC while the PSE45A group had the lowest mean EC ($3295). The main reasons for the different cost of these staplers include the cartridge costs and the number of cartridges used in each case. The price of the PSEE60A stapler and its cartridges are higher than those of the other two staplers; but even though the PSE45A stapler and its cartridges cost more than the SC45A stapler and its cartridges, our patients in the PSE45A group required fewer cartridges (mean number of cartridges, 7.0 in the SC45A group and 6.3 in the PSE45A; p<0.05). This probably resulted in the low EC for the PSE45A group in our study. 
Conclusion
In conclusion, the three endoscopic staplers used in this investigation had similar incidences of intra-operative AEs. The electrical-powered activation stapler groups (PSE45A and PSEE60A) had a significantly shorter chest tube duration and lower incidence of PALs compared to the manual activation stapler group (SC45A). The PSE45A stapler had the shortest chest tube duration and lowest incidence of PALs. The PSEE60A stapler was found to be the costliest of the 3 staplers studied.
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